Original Research Article

Comparison of rapid serological diagnostic test in diagnosing typhoid fever in a tertiary care centre in western Uttar Pradesh

Ruchi Kotpal1, Ekta Rani1*, Alok Kumar1

1 Dept. of Microbiology, National Capital Region Institute of Medical Science, Meerut, Uttar Pradesh, India

A R T I C L E  I N F O

Article history:
Received 14-02-2021
Accepted 03-03-2021
Available online 02-04-2021

Keywords:
Rapid test
Widal test
Typhidot test
serological test

A B S T R A C T

Aims and Objectives: In the study we compare the sensitivity and specificity of two commonly used rapid serological test, Widal test and Typhidot, in the diagnosing of Typhoid fever.

Material and Methods: Serum samples coming to the microbiology laboratory for routine testing over the period from September 2019 to November 2020 were analysed for the comparison for the presence of the Salmonella antibodies by carrying out the Typhidot and Widal tube agglutination test in tertiary care centre.

Results: Out of 580 blood specimen, 49.3% cases were positive by Typhidot and 38.6% cases were positive by Widal method.

Conclusion: Typhidot is a rapid and more sensitive test for early diagnosis of typhoid fever. It is now commercially available for the diagnosis of typhoid fever in areas with limited resources. Widal test showed the sensitivity and specificity of 37% & 62.4% respectively. Typhi dot test showed sensitivity of 41.4% and specificity of 56.5%.

© This is an open access article distributed under the terms of the Creative Commons Attribution License (https://creativecommons.org/licenses/by/4.0/) which permits unrestricted use, distribution, and reproduction in any medium, provided the original author and source are credited.

1. Introduction

India is endemic to Typhoid fever which is a systemic infection with high morbidity and mortality due to overcrowding and poor sanitation in low lying areas.1,2 Typhoid fever is endemic, and has a reported data for the year 2005 showing 6,53,580 cases and 417 deaths.3 The annual incidence is as high as 980/100,000 in New Delhi.4 With the emergence of multi drug resistance in Salmonella typhi, treatment has become very challenging and has further complicated the situation. Due to non specific clinical history given by the patient, there an urgent need for rapid and reliable laboratory tests for accurate diagnosis. Also rapid diagnosis will help in commencing early treatment with, suitable antimicrobials for rapid recovery and prevention of complication and mortality. Widal test is the most common rapid serological test detecting both IgG and IgM antibodies together for over three decades but it has moderate sensitivity and specificity. Also it detects both the antibodies combined without specifying recent or past infection. On the contrary molecular test detecting the nucleic acid of the bacilli have a higher sensitivity and specificity but high costs which limits its routine use.5 The role of the Widal test is also under scrutiny due to its variable sensitivity, specificity, and predictive values that vary between geographical areas.6

Therefore there is a need of a serological test which is rapid, inexpensive, reliable, easy to perform with high sensitivity & specificity for diagnosis of typhoid.

2. Materials and Methods

A comparative study of Typhidot & Widal test in the diagnosis of typhoid fever was conducted from September 2019 to November 2020.

2394-546X/© 2021 Innovative Publication, All rights reserved. 49
2.1. Inclusion criteria

580 blood samples of all age group and sexes coming to the microbiology laboratory of National Regional Capital Institute of Medical Science, Meerut, using simple random method, constituted the study group.

2.2. Exclusion criteria

Samples which came positive for malarial antigen and dengue IgM and IgG antibodies were excluded from the study to rule out cross reactivity with Salmonella antibodies.

All the blood samples received in the laboratory were centrifuged at 2500 rpm for 5 minutes and the serum so separated was collected in a separate serum vial. All those samples which met the inclusion and exclusion criteria were subjected to:

Widal tube agglutination test by using Widal agglutination kit by Arkay. Set of 16 dry clean 10 x 75 mm test tubes were taken for the test. Dilution of the serum samples were made as follows: Like this 4 rows of test tubes are made. One of O, next H antigen, Next AH antigen and last BH antigen. All tubes are mixed well and incubated at 37 degree C for 16–20 hours and read for agglutination.

2.3. Typhidot test

On site Typhidot IgG/IgM Rapid test by CTK was used based on lateral flow immunoassay was used to detect Salmonella antibodies. I drop (30-45 µl) of serum was put in the centre of the sample well. After this, 1 drop (30 – 45 µl) of sample diluent was added into the sample well and allowed to stand for 15 min. After 15 minutes result was interpreted. Positive samples give a band on control line, IgM or IgG antibodies.

3. Results

A total of 580 serum samples were included in the study. Out of these, 60.6% were males, 39.4% were females positive for both Typhidot and Widal. [Table 1]. While, 286 (49.3%) were positive by Typhidot test and 224 (38.6%) were positive by Widal test. Whereas 208(35.9%) patients positive for both Typhidot and Widal. [Table 2 & Figure 1] Widal test has a sensitivity of 36.9%, specificity of 62.4%, positive predictive value of 48%, and negative predictive value of 51%. Typhidot test has a sensitivity of 41.4%, specificity of 56.5%, positive predictive value of 42%, and negative predictive value of 56%. [Table 3].

4. Discussions

Though Widal test is being used as a diagnostic serological test for over a decade, but its low sensitivity and specificity has lead to a need of a new specific test. Also, its negativity in early infection and false positivity due to cross reacting antibodies from viral infection, malaria and others has lead to its non reliability. Pre-existing base line antibodies in endemic areas cross reactivity with other Gram negative bacteria and non typhoidal salmonella, anamnestic reactions in unrelated infections and prior TAB or oral typhoid vaccination has also resulted in poor specificity. Due to the various limitations of Widal test in diagnosing infection, came the need of a rapid, reliable and accurate test for diagnosing Typhoid fever.

Discovery of Typhidot test resulted from the limitations of Widal. This test detects specific IgM and IgG antibodies independently against Salmonella typhi. Based on immunochromatography, it is simple, user-friendly, rapid and economical test with high specificity of 75%, sensitivity of 95%, and high negative and positive predictive values. It detects IgM antibodies suggesting acute early phase of infection, while both IgG and IgM antibodies suggests acute typhoid in the middle phase of infection. IgG antibodies of typhoid remain for more than 2 years after infection, hence we cannot differentiate between acute and convalescent cases.

In the present study we compare the commercial rapid diagnostic kits for their sensitivity and specificity. Our study shows a lower percentage of Typhidot test positivity in comparison to other studies. The results of previous studies which were done by various researchers, shown in Table 5.

5. Conclusions

Emergence of newer typhidot promises an additional advantage over other serologic diagnostic tests for typhoid fever in being rapid, accurate and inexpensive. Hence, we conclude that the typhidot appears to be a practical alternative to Widal test in the diagnosis of typhoid fever even in the resource poor laboratories as it neither requires
Table 1: Method of Widal tube test

<table>
<thead>
<tr>
<th></th>
<th>1:20</th>
<th>1:40</th>
<th>1:80</th>
<th>1:160</th>
<th>1:320</th>
<th>1:640</th>
<th>Control</th>
</tr>
</thead>
<tbody>
<tr>
<td>Dilution</td>
<td>1</td>
<td>2</td>
<td>3</td>
<td>4</td>
<td>5</td>
<td>6</td>
<td>7</td>
</tr>
<tr>
<td>Normal saline in ml</td>
<td>1.9</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
</tr>
<tr>
<td>Patients serum</td>
<td>0.1 ml mix well</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
</tr>
<tr>
<td>Transfer 1 ml to next dilution</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
<td>1.0</td>
<td>-</td>
</tr>
<tr>
<td>Antigen</td>
<td>1 drop</td>
<td>1 drop</td>
<td>1 drop</td>
<td>1 drop</td>
<td>1 drop</td>
<td>1 drop</td>
<td>-</td>
</tr>
</tbody>
</table>

Table 2: Prevalence of male and female according to test

<table>
<thead>
<tr>
<th>Test</th>
<th>Typhidot</th>
<th>Widal</th>
<th>Typhidot and Widal both</th>
</tr>
</thead>
<tbody>
<tr>
<td>Male</td>
<td>172 (60.1%)</td>
<td>137 (61.1%)</td>
<td>126 (60.6%)</td>
</tr>
<tr>
<td>Female</td>
<td>114 (39.9%)</td>
<td>87 (38.9%)</td>
<td>82 (39.4%)</td>
</tr>
<tr>
<td>Total</td>
<td>286</td>
<td>224</td>
<td>208</td>
</tr>
</tbody>
</table>

Table 3: PPV of Typhidot and Widal in predicting typhoid fever

<table>
<thead>
<tr>
<th>Test</th>
<th>Typhidot</th>
<th>Widal</th>
<th>Typhidot and Widal both</th>
</tr>
</thead>
<tbody>
<tr>
<td>Positive</td>
<td>286 (49.31%)</td>
<td>224 (38.6%)</td>
<td>208 (35.9%)</td>
</tr>
<tr>
<td>Negative</td>
<td>294 (50.7%)</td>
<td>356 (61.4%)</td>
<td>372 (64.1%)</td>
</tr>
<tr>
<td>Total</td>
<td>580</td>
<td>580</td>
<td>580</td>
</tr>
</tbody>
</table>

Table 4: Showing the sensitivity and specificity of Widal test and Typhidot test

<table>
<thead>
<tr>
<th>Test</th>
<th>Sensitivity</th>
<th>Specificity</th>
<th>Positive Predictive value</th>
<th>Negative Predictive value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Widal</td>
<td>36.9%</td>
<td>62.4%</td>
<td>48%</td>
<td>51%</td>
</tr>
<tr>
<td>Typhidot</td>
<td>41.4%</td>
<td>56.5%</td>
<td>42%</td>
<td>56%</td>
</tr>
</tbody>
</table>

Table 5: Comparative analysis of Typhidot with Widal test in different regions of India

<table>
<thead>
<tr>
<th>S. No</th>
<th>Author</th>
<th>Typhidot</th>
<th>Widal</th>
</tr>
</thead>
<tbody>
<tr>
<td>1.</td>
<td>Present study</td>
<td>49.31%</td>
<td>38.6%</td>
</tr>
<tr>
<td>2.</td>
<td>Bhutta ZA et al. (1999)</td>
<td>70%</td>
<td>54%</td>
</tr>
<tr>
<td>3.</td>
<td>Retnosari S et al. (2001)</td>
<td>72%</td>
<td>11%</td>
</tr>
<tr>
<td>4.</td>
<td>Sherwal BL et al. (2004)</td>
<td>79%</td>
<td>-</td>
</tr>
<tr>
<td>5.</td>
<td>Jesudason MV et al. (2006)</td>
<td>9%</td>
<td>-</td>
</tr>
<tr>
<td>6.</td>
<td>Yaramis A et al. (2001)</td>
<td>-</td>
<td>20%</td>
</tr>
<tr>
<td>7.</td>
<td>Gopalakrishnan V et al. (2002)</td>
<td>-</td>
<td>34.7%</td>
</tr>
</tbody>
</table>

much laboratory equipment’s nor laboratory expertise to conduct the test.

6. Source of Funding

None.

7. Conflict of Interest

The authors declare that there is no conflict of interest.

References


**Author biography**

Ruchi Kotpal, Assistant Professor

Ekta Rani, Tutor

Alok Kumar, Tutor

**Cite this article:** Kotpal R, Rani E, Kumar A. Comparison of rapid serological diagnostic test in diagnosing typhoid fever in a tertiary care centre in western Uttar Pradesh. *Indian J Microbiol Res* 2021;8(1):49-52.